Research in ContextEvidence Before This StudyWe searched PubMed on February 23, 2018, using the terms "loop-mediated isothermal amplification AND pertussis" and found 16 published papers. Another PubMed search with the terms "point-of-care detection AND pertussis" found 6 published papers, 2 of which were related to pertussis diagnostic methods and loop-mediated isothermal amplification method. However, none of those searched papers were related to point-care-of testing devices, microfluidics, or direct detection of clinical samples. Moreover, none of the point-of-care testing devices or microfluidic platforms whether integrated with LAMP methodology or not, have been reported for pertussis diagnosis. Our study is the first point-of-care testing device based on LAMP methods for pertussis diagnosis.Added Value of This StudyTo the best of our knowledge, this is the first study to develop a microfluidic platform integrated with a LAMP method as a point-of-care testing device for pertussis diagnosis. The findings from the study show that the developed hybrid microfluidic biochips were ready for use with robust diagnostic performance. This microfluidic approach laid a solid foundation for point-of-care detection of other bacteria (e.g. foodborne pathogens) as well as its applicability in other fields such as food industry, agriculture, environmental analysis, etc.Implications of All the Available EvidenceAccurate diagnosis of pertussis requires laboratory testing, which is not accessible to everyone. The LAMP assay on this hybrid microfluidic biochip that we developed provides a low-cost and instrument-free POC testing platform for fast and accurate detection of *B. pertussis*. The biochip can be used in physician\'s offices, health care centers, schools, and daycares. Particularly, the biochip is ideal for limited resource settings.Alt-text: Unlabelled Box

1. Introduction {#s0025}
===============

Pertussis, also known as whooping cough, is a highly contagious respiratory disease that is caused by the bacterium *Bordetella pertussis* (*B. pertussis*). Despite high vaccination coverage in many countries for more than 50 years, pertussis remains one of the world\'s leading causes of vaccine-preventable deaths [@bb0005]. A publication modeling pertussis cases and deaths estimated that about 24·1 million pertussis cases and 160,700 deaths in children younger than 5 years in 2014 worldwide [@bb0010]. In the U.S., the most recent peak occurred in 2012 (48,277 cases) but other outbreaks of pertussis occurred in 2013--2014 in all 50 states [@bb0015].

Pertussis is commonly underdiagnosed because most of the cases present as mild or subclinical infection [@bb0020]. Since pertussis-vaccine-induced protection is not permanent, the immunized host is vulnerable to infection later in life [@bb0025]. Although pertussis attack rates remain the highest among infants, the incidence in adults and adolescents has risen significantly. Pertussis can easily be mistaken for other respiratory infections such as Respiratory Syncytial Virus (RSV), rhinovirus, *Mycoplasma pneumoniae*, and *Chlamydophila pneumoniae*, especially during the winter season [@bb0030]. Similar to these infections, pertussis presents with a runny nose, mild cough, and low-grade fever; and only when a cough becomes persistent or prominent do clinicians tend to suspect pertussis. Furthermore, adults and adolescents may not present with any significant symptoms [@bb0035]. As pertussis is highly infectious during the acute phase (10 days) of infection, it is of primary importance to detect and confirm suspected cases as soon as possible and to limit contact with high-risk populations such as infants and the elderly, who are more vulnerable to serious infection and complications.

The current technologies for pertussis diagnosis include culture, serology (ELISA), and real-time PCR. However, these technologies have their limitations. For example, culture takes several days and it is effective in only 80% of cases when the specimen is collected during the acute phase [@bb0040]. The sensitivity and specificity of ELISA and other serological tests for pertussis diagnosis are low [@bb0005], [@bb0045]. Another challenge for ELISA-based pertussis diagnosis is collecting both acute and convalescent samples to demonstrate the increase in antibody titer [@bb0050]. Most real-time PCR assays target the IS*481* sequence for detection of *B. pertussis* since this insertion element is found in high copy number, providing high sensitivity [@bb0055]. However, the IS*481* sequence also exists in *Bordetella holmesii* (*B. holmesii*) and *Bordetella bronchiseptica* (*B. bronchiseptica*) genomes, resulting in low specificity [@bb0060]. In contrast, real-time PCR targeting the pertussis toxin (PT) promoter region has high specificity but relatively low sensitivity [@bb0065]. As a promising isothermal nucleic acid amplification method, loop-mediated isothermal amplification (LAMP), has been developed to amplify the target DNA at a constant temperature in a range of 60--65 °C within 1 h. The high strand displacement activity and processivity of the *Bst* polymerase (*Bacillus stearothermophilus*) and identification of 6 distinct regions from 4 different primers in LAMP results in high specificity. Kamachi et al. [@bb0065] initially reported a LAMP method for detection of *B. pertussis* with high sensitivity and specificity. However, like real-time PCR, LAMP also requires laborious and time-consuming sample preparation such as DNA extraction and purification, and specialized instrumentation such as thermal cyclers, centrifuges, fluorescent microscopes, which limits its broad application, especially in resource-limited settings.

The microfluidic lab-on-a-chip technology offers a unique opportunity for various biomedical applications and development of point-of-care testing devices to improve global health [@bb0070], [@bb0075], [@bb0080], [@bb0085], [@bb0090]. We previously developed a microfluidic approach integrated with LAMP for bacterial meningitis diagnosis [@bb0095], [@bb0100], [@bb0105]. However, the microfluidic approach hasn\'t been validated by testing clinical samples. Herein, we report the development and validation of another paper/polymer hybrid microfluidic device for the rapid and accurate pertussis diagnosis. The results can be easily read by the naked eye under a handheld UV light pen without using any specialized laboratory instruments. This microfluidic diagnostic approach can be used for rapid detection of pertussis and other pathogens at the point of care and in some other low-resource settings.

2. Methods {#s0030}
==========

2.1. Culture and DNA Preparation {#s0035}
--------------------------------

*B. pertussis* (ATCC 9797) was obtained from American Type Culture Collection (ATCC, Rockville, MD), and *B. holmesii* and *B. parapertussis* were clinical isolates obtained from the Wisconsin Department of Health Services, which were de-identified. *B. pertussis* was grown on Bordet-Gengou agar (BD, Sparks, MD, USA) supplemented with 10% casamino acid (Fisher Scientific, USA). *B. holmesii* and *B. parapertussis* were grown in 5% sheep blood agar (BD, Sparks, MD, USA). The microorganisms were incubated in an aerobic environment with sufficient humidity at 35 °C for 3--4 days. Genomic DNA from *B. pertussis*, *B. holmesii* and *B. parapertussis* was extracted and purified by using the Qiagen DNA Mini kit (Catalog No. 51304, Valencia, CA, USA) following the protocol from the manufacturer. For each organism, bacterial colonies were transferred into a centrifuge tube containing 5 mL of sterile saline adjusting the turbidity to 0.5 McFarland standard (ProLab Diagnostics, Round Rock, TX, USA) to achieve a cell density of \~ 1.5 × 10^8^. Cells were harvested by centrifugation in a Beckman centrifuge, using a C0650 rotor with adapters for 15 mL tubes, at 7500 rpm (5000 ×* g*) for 10 min. Bacterial cell pellets were collected to proceed with the solid-phase extraction of DNA as indicated by the Qiagen protocol. Eluted DNA samples were measured by using Nanodrop (Nanodrop 1000, Thermo Scientific, MA, USA).

2.2. Hybrid Microfluidic Biochip Design {#s0040}
---------------------------------------

As shown in [Fig. 1](#f0005){ref-type="fig"}a, the paper/polymer hybrid microfluidic biochip consists of a top polydimethylsiloxane (PDMS) layer with an outlet reservoir (diameter 1·0 mm, depth 1·5 mm) and microchannels (width 100 μm, depth 100 μm) for reagent delivery; a middle PDMS layer with detection wells (diameter 2·0 mm, depth 1·5 mm) for LAMP reactions and detection of *B. pertussis* as well as the negative control (NC), 3 inlet reservoirs (diameter 1·0 mm, depth 1·5 mm), and microchannels for reagent delivery as well; and a glass slide for structure support. A paper disk (diameter 2·0 mm) was placed inside each detection wells, serving as a porous 3D substrate for storage and preservation of the pre-loaded specific LAMP primers of *B. pertussis*.Fig. 1Design of the paper/polymer hybrid microfluidic biochip (a) and schematic of the cellphone-based detection system (b) for POC detection of pertussis. Green spots in (b) indicate positive detection results. (For interpretation of the references to color in this figure legend, the reader is referred to the web version of this article.)Fig. 1

2.3. On-chip LAMP Process {#s0045}
-------------------------

Specific LAMP primers of *B. pertussis* were pre-loaded on a paper disk (diameter 2 · 0 mm) inside each well of the paper/polymer hybrid microfluidic biochip. A 13 μL LAMP reaction buffer with or without samples added was prepared and introduced from each inlet reservoir to their corresponding wells of the biochip for sample test and negative control (NC) respectively. Then the inlet and outlet reservoirs were sealed with Epoxy glue to prevent evaporation. The biochip was heated by using a portable battery-powered heater devised by our laboratory or a water bath at 63 °C for 45 min for LAMP reactions, followed by increasing the temperature to 95 °C for 2 min for the termination of LAMP reactions.

2.4. Instrument-free Detection and Confirmatory Tests {#s0050}
-----------------------------------------------------

In the reaction buffer, the fluorescence of the detection dye (i.e. calcein) is initially quenched by manganese ions (Mn^2+^). During the LAMP reactions, the by-product pyrophosphate ions (P~2~O~7~^2−^) form complexes (MnP~2~O~7~) with Mn^2+^. As a result, calcein is free to combine with magnesium ions (Mg^2+^), resulting in the emission of bright fluorescent signals under UV light [@bb0110]. The schematic of the cellphone-based detection system is demonstrated in [Fig. 1](#f0005){ref-type="fig"}b. After on-chip LAMP reactions, a portable UV light pen was applied to shine LAMP products on the biochips to obtain the visual detection results. The generated fluorescence could be observed by the naked eye, or captured by a cellular phone camera (e.g. iPhone 5). The cellphone camera captured images were processed with the software ImageJ (NIH) (<https://imagej.nih.gov/ij/>) to obtain the mean gray value of each well to measure the brightness of the selected area (i.e. LAMP zones). The mean gray value is the sum of the gray values of all the pixels in the selection divided by the number of pixels. It is calculated by converting each pixel to grayscale using the formula *gray* = *0.299 red* + *0.587 green* + *0.114 blue*. The detection results were confirmed by gel electrophoresis analysis in a 1·5% agarose gel in Tris-acetic acid EDTA buffer (TAE, pH 8.3) at 90 V for 1 h. Electrophoresis was done using a Sub-Cell GT tank (Catalog No. 1704401, Bio-Rad, CA, USA).

2.5. Direct Detection of Nasopharyngeal Swab Samples and Clinical Samples {#s0055}
-------------------------------------------------------------------------

We first prepared nasopharyngeal swab samples to mimic the patient samples for evaluating a simple centrifuge-free bacterial lysis approach. The nasopharyngeal swabs were sterile twisted applicator rayon tipped from Copan and rinsed in a saline buffer. *B. pertussis* bacterial was then spiked into the nasopharyngeal swab. The bacterial density was \~ 1.5 × 10^8^ CFU/mL by adjusting to McFarland Standard 0.5 (Key Scientific Products, TX) [@bb0115]. In addition, one hundred clinical samples obtained from pediatric patients presenting with signs and symptoms suspicious for whooping cough between February 1 to May 30, 2015, were included in the study. Only remnant samples were enrolled upon completion of clinical testing and per the Children\'s Hospital Los Angeles (CHLA) Institutional Review Board they did not meet the definition of human subjects research per 45 CFR 46.102 (CHLA-15-00014). Briefly, 66 nasopharyngeal swab samples collected in universal transport medium (UTM, BD Biosciences, Franklin Lakes, NJ) and 34 nasal aspirates collected in sterile containers were initially tested for *B. pertussis* and *B. parapertussis* using the Simplexa Bordetella Universal Direct kit (DiaSorin Molecular, Cypress, CA) within 3 days of collection. This is a real-time PCR assay using scorpion primers that target the well-conserved region of the IS*481* (86 bp) (*B. pertussis*) and the IS*1001* (73 bp) (*B. parapertussis*) genes. An endogenous internal control is also used to monitor the extraction process and to detect PCR inhibition. The performance of the assay was validated at CHLA with a limit of detection of 75 CFU/mL for *B. pertussis* and 300 CFU/mL for *B. parapertussis*. As part of the validation, analytical sensitivity, analytical specificity, accuracy, and precision were determined and deemed to be highly acceptable. A past study reported a sensitivity of 97% compared to a laboratory-developed assay [@bb0120]. In addition, no cross-reactivity with other genetically similar organisms was identified. Upon completion of testing, samples were stored at − 80 °C in a freezer that is continuously monitored for temperature deviations. The 100 clinical samples enrolled in the study were continuously collected within a 4 month (February 1 to May 30, 2015) period, regardless of gender, age or ethnicity at CHLA to avoid bias. Only samples with insufficient volume were excluded from the study. The positive samples had Ct values ranging from 27 to 38. The nasopharyngeal swab samples and clinical samples were directly tested using a simple centrifuge-free bacterial lysis approach: 3 μL of the nasopharyngeal swab samples or clinical samples was mixed with 3 μL bacterial lysis buffer (50 mM Tris buffer, pH 7·5, 4 M Urea and 0·1% Triton), and incubated at room temperature for about 10 min. Then 1 μL of the lysate was directly added to the LAMP reaction mixture for the subsequent on-chip LAMP reaction.

2.6. Statistical Analysis {#s0060}
-------------------------

Sensitivity was calculated as $\frac{\mathit{true\ positives}}{\mathit{true\ positives} + \mathit{false\ negatives}} \times 100\%$ to measure the proportion of actual positives that were correctly identified. Specificity was calculated as $\frac{\mathit{true\ negatives}}{\mathit{false\ positives} + \mathit{true\ negatives}} \times 100\%$ to measure the proportion of actual negatives that were correctly identified. Overall agreement was calculated as $\frac{\mathit{the\ number\ of\ correct\ results}}{\mathit{total\ number\ of\ results}} \times 100\%$. We used extract binomial confidence intervals to provide the 95% confidence interval (CI) for sensitivity, specificity and overall agreement.

3. Results {#s0065}
==========

We first tested the feasibility of the paper/polymer hybrid microfluidic biochip for direct detection of *B. pertussis* bacteria using nasopharyngeal swab samples and our centrifuge-free lysis buffer. [Fig. 2](#f0010){ref-type="fig"}a shows the detection results. Strong fluorescence was obtained for both the nasopharyngeal swab sample and the *B. pertussis* extracted DNA sample (7·5 × 10^4^ copies/μL), without noticeable differences observed. Their signals were much higher than the NC. These results demonstrated that the centrifuge-free lysis procedure was completely compatible with the LAMP reactions, without noticeable inhibition observed. Additionally, the biochip effectively discriminates *B. pertussis* from two other closely related *Bordetella* species, *B. parapertussis* and *B. holmesii* ([Fig. 2](#f0010){ref-type="fig"}b and c), demonstrating that our approach is highly specific for the detection of *B. pertussis*.Fig. 2Direct detection of nasopharyngeal swab samples and specificity test. (a) Fluorescence image of LAMP products from both the *B. pertussis* extracted template DNA and nasopharyngeal swab sample spiked with *B. pertussis* bacteria. (b--c) Fluorescence images for the specificity test among *B. pertussis*, *B. parapertussis* (b) and *B. holmesii* (c). In the specificity test, all the detection wells were preloaded with *B. pertussis* primers; the reaction mixtures with different DNA samples of *B. pertussis*, *B. parapertussis*, and *B. holmesii* (5 × 10^6^ copies per well), as well as the NC (without template DNA), were introduced into different detection wells separately.Fig. 2

The limit of detection (LOD) was investigated by testing a series of 10-fold dilutions of *B. pertussis* DNA samples. The initial copy number of DNA template loaded was 50, 5, and 0·5 copies per well, respectively. As shown in [Fig. 3](#f0015){ref-type="fig"}a, strong fluorescence of the LAMP products was observed even when the initial DNA template was as low as 5 copies per reaction well. However, when the initial DNA template was less than 5 copies, the fluorescence of the LAMP products was as dim as the NC. The image was further processed by using the software ImageJ to obtain the gray values. The gray values of the LAMP products from 5 copies of initial DNA template were much higher than the cutoff gray value as shown by the dashed line in [Fig. 3](#f0015){ref-type="fig"}b, which was calculated on the basis of 3-fold standard deviations of the mean gray value of the NC. Therefore, we concluded that the LOD of the on-chip LAMP approach for detection of *B. pertussis* was as low as 5 DNA copies per detection well (5 CFU/reaction).Fig. 3LOD investigation. (a) Fluorescence image of LAMP products using *B. pertussis* template DNA ranging from 50, 5 and 0·5 copies per well, as well as the NC. (b) Corresponding gray values measured by ImageJ. The error bars represent the standard deviation, n = 6.Fig. 3

We further investigated the capability of the microfluidic biochip for direct detection of clinical samples and the results of three randomly selected pertussis clinical samples (i.e. \#2, \#8, and \#10) were shown in [Fig. 4](#f0020){ref-type="fig"}. According to the real-time PCR test, sample \#2 is negative, and samples \#8 and \#10 are positive. The captured fluorescence images in [Fig. 4](#f0020){ref-type="fig"}a shows that samples \#8 and \#10 exhibited bright green fluorescence while sample \#2 and NC only showed very weak fluorescence. As shown in [Fig. 4](#f0020){ref-type="fig"}b, the gray values of the samples \#8 and 10 were well above the cutoff line and were \~ 3 folds higher than \#2 and NC. In addition, the biochip has versatile functionality, as different on-chip LAMP amplicons can be further separately collected into PCR tubes for other conventional confirmatory tests. Fig. S1 shows similar detection results using those extracted samples in separate PCR tubes placed under the portable UV light pen. The collected LAMP products were also applied for gel electrophoresis analysis to confirm the results, as shown in [Fig. 4](#f0020){ref-type="fig"}c. No DNA bands from the LAMP products of sample \#2 were shown. The multiple ladder-pattern DNA bands from LAMP products of samples \#8 and \#10 confirmed the success of the on-chip LAMP reaction.Fig. 4Clinical sample test. (a) Fluorescence images of LAMP products from samples \#2, \#8 and \#10, as well as the NC. (b) Gray values measured by ImageJ; (c) Gel electrophoresis confirmation. The error bars represent the standard deviation, n = 8. (For interpretation of the references to color in this figure, the reader is referred to the web version of this article.)Fig. 4

To validate the paper/PDMS hybrid microfluidic biochip for accurate pertussis diagnosis, a total of 100 clinical samples were further tested. NC (no template DNA) was included in each run. The sensitivity and specificity were calculated by using real-time PCR as a reference assay. As shown in [Table 1](#t0005){ref-type="table"}, we found that all the 53 samples that were tested positive by real-time PCR were also positive by our method. Of the 47 samples that were negative by real-time PCR, 45 were confirmed by the biochip; an additional 2 samples were found to be positive by biochip. Within those 53 samples, one was initially negative by real-time PCR results but positive using our biochip. Upon repeat testing by real-time PCR, the sample was confirmed to be positive, verifying the sensitivity of our biochip. Test sensitivity and specificity were calculated by using real-time PCR as the reference method, which were 100·0% and 95·7%, respectively. The overall agreement was found to be 98·0%. The relevant calculation equations are shown in the Supplementary material.Table 1Results of clinical samples from the microfluidic LAMP test and the real-time PCR test.[a](#tf0005){ref-type="table-fn"}Table 1Real-time PCR (+)Real-time PCR (−)No. of clinical samplesSensitivity, 95% CI (%)Specificity, 95% CI (%)Overall agreement, 95% CI (%)On-chip LAMP (+)532100100 · 0,\
\[93 · 3--100 · 0\]95 · 7,\
\[85 · 5--99 · 5\]98 · 0,\
\[93 · 0--99 · 8\]On-chip LAMP (−)045[^1]

4. Discussion {#s0070}
=============

The low-cost, instrument-free paper/polymer hybrid microfluidic biochip integrated with LAMP was successfully validated as a reliable tool for rapid and accurate diagnosis of pertussis. The total cost per assay was \~ 3 dollars (Table S3 and S4). The whole assay procedures were less than 1 h, and no special instruments such as thermal cyclers, centrifuges, or detection facilities were required.

The hybrid microfluidic biochip takes advantages of both the polymer and paper substrates. The polymer substrate is transparent, providing easy visual detection. It is also easy to fabricate and has high performance in liquid manipulation. The paper substrate has a high surface-to-volume ratio property, which makes it an ideal 3D porous substrate for storage and preservation of the pre-loaded primers. Our previous study demonstrated that the hybrid biochips could enable a stable diagnostic performance for \> 3 months at room temperature compared to paper-free non-hybrid biochips [@bb0100].

This is the first low-cost POC biochip for rapid and accurate pertussis diagnosis that has been validated using clinical samples. The successful direct detection of clinical samples indicated that our centrifuge-free bacterial and cell lysis approach was very efficient and totally compatible with our on-chip LAMP reactions ([Figs. 2](#f0010){ref-type="fig"}a and [4](#f0020){ref-type="fig"}). Thus, it avoided complicated and time-consuming sample preparation process (i.e. DNA extraction), as well as the use of special facilities in a laboratory (e.g. centrifuge, and water bath). The LAMP methodology was also proved less subjected to inhibitors from clinical samples compared to the PCR method (Fig. S2) [@bb0125].

LAMP requires identification of 6 distinct regions of a target DNA sequence by using at least 4 different primers, resulting in high specificity. By simultaneous testing of *B. pertussis* with its similar species *B. parapertussis* and *B. holmesii*, we found that our method was very specific for *B. pertussis* detection ([Fig. 2](#f0010){ref-type="fig"}b and c). In contrast, real-time PCR assays, usually target the IS*481* sequence, cannot specifically identify and distinguish *B. pertussis* from *B. holmesii* since they all have the IS*481* sequence [@bb0055], [@bb0130]. Moreover, given that the LOD of 5 DNA copies per well has been achieved within 45 min ([Fig. 3](#f0015){ref-type="fig"}), our method overcomes lengthy assay time and low-sensitivity issues in conventional methods for pertussis diagnosis. For instance, the culture usually takes several days and has low detection sensitivity, and requires collecting specimens during the acute phase [@bb0040]. ELISA and other serological tests require collecting both acute and convalescent samples, and have low sensitivity and specificity [@bb0050], [@bb0135]. Compared with those current diagnostic methods (Table S4), our method can achieve both high specificity and high sensitivity for rapid pertussis diagnosis.

We further compared our results with real-time PCR results ([Table 1](#t0005){ref-type="table"}). The real-time PCR assay developed at CHLA was thoroughly validated on \> 100 positive and negative clinical specimens and demonstrated sensitivity, specificity, and agreement of 100%. Our findings showed 2 samples with conflicting results, which were negatives according to the real-time PCR assay but positives according to our LAMP-biochip method. LAMP amplification systems have been reported to be more sensitive assays than real-time PCR by producing a higher amount of amplicons (\> 10^3^ folds) [@bb0140], [@bb0145]. Our study demonstrated the high sensitivity of our approach identifying *B. pertussis* with a LOD as low as 5 DNA copies per well ([Fig. 3](#f0015){ref-type="fig"}). Therefore, we concluded that the 2 positive samples, detected by our biochip, might be weak positives due to the higher sensitivity of our on-chip LAMP method. However, we couldn\'t be able to confirm the diagnostic results of these two conflicting samples because the limited amounts of the samples were not enough for the tests by using other methods. The overall agreement in terms of specificity (96%) and sensitivity (100%) indicated that our test has high accuracy. The results are comparable to those obtained by the real-time PCR test, which is however costly and has to be conducted in well-equipped laboratories [@bb0150].

This hybrid microfluidic biochip integrated with LAMP provides a POC testing platform for fast and accurate pertussis diagnosis that can be used in physician\'s offices, schools, health centers, and it is ideal for limited resource settings in developing nations. Moreover, we are working on developing another POC biochip for simultaneous identification of multiple *Bordetella* species. This microfluidic diagnostic approach has the potential for broad applications in POC testing of various pathogens in various fields.
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[^1]: Assuming real-time PCR results (not a gold standard method) are correct.
